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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 




Mazdoor Kisan Shakti Sangathan 
"The Right to Information, The Right to Live" 
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IS: 5394- 1969 




Indian Standard 

SPECIFICATION FOR 
PROSTHESES, HIP 



( Reaffirmed 2002 ) 



1. Scope — Dimensions and requirements for Thompson and Austin Moore type hip prostheses. The 
weights of prostheses are not covered in this specification since they vary considerably due to different 
materials and various sizes. 

2. Shape and Dimensions — As shown in Fig. I and 2. 



o 
Q 



U 
Q 

a. 
O 

« 



E 
E 
o 
U 

75 

c 
o 

'5 

o 



Q. 

O 

c 
o 




e 


37 

3X) 


40 
32 


43 
34 


46 
37 


49 

40 


52 

43 


55 
46 



All dimensions in millimetres. 
FIG. I PROSTHESIS, HIP, THOMPSON TYPE 

3. Material - Shall be according to 3 of IS : 5347-1969*. 

4. Workmanship and Finish — Each hip prosthesis shall be uniform in shape and shall be symmetrical on 
its vertical central plane. The prostheses shall be free from cracks, draw marks, pits, burrs, surface 
contaminations and impregnated foreign particles. The prostheses shall be passivated and polished 
bright to give a mirror or satin finish. 

5. Corrosion Resistance Test — Shall be according to 6.1 of IS : 5347-1969*. 

6. Radiological Test — Shall be according to 6.2 of IS : 5347-1969*. 

7. Marking — Each prosthesis shall be clearly and indelibly marked at a placa of nominal stress by either 
an electric spark or by electrolytic-etching with the following: 

a) The name or trade-mark of the manufacturer; 
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b) Designation of the material, • SMo* for stainless steel, * C CoCr * for cast cobalt chromium alloy, 
■ W CoCr ' for wrought cobalt chromium alloy, and « WTI * for wrought titanium; and 

c) The size of the prosthesis. 

7.1 ISI Certification Marking — Details available from the Indian Standards Institution. 
8* Packing — Shall be as agreed to between the purchaser and the supplier. 
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All dimensions in millimetres. 
FIG. 2 PROSTHESIS, HIP, AUSTIN MOORE TYPE 
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